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Verify Results Online 

Sample Identification 

Sample Name GHK-Cu 50 mg 

Batch Number CPT-CU50-20260701-002 

Date Published 2026-09-15 13:25 

Results for LYO-0863 
Peptides Result Unit Uncertainty Acceptable Range 

GHK-Cu Assay 
Peptide Screening 0.1% TFA 

46.8 mg [± 0.2] 

GHK-Cu Purity 
Peptide Screening 0.1% TFA 

> 99.8 % 

GHK-Cu Identification by
Spectrum (FTIR) 
Peptide Screening 0.1% TFA 

0.985 [± 0.005] 

GHK-Cu Identification by RT 
Peptide Screening 0.1% TFA 

0.984 [± 0.005] 

Microbiology Result Unit Uncertainty Acceptable Range 

Bacterial Endotoxin Chromgenic 
USP<85>/ Eur. Ph. 2.6.14. Bacterial
Endotoxin Chromgenic Test 

0.002 EU/mg [± 0] 
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Responsibles 

 

Mr. Ján Galbavý 
CEO 

Analysis results relate only to the samples tested. 
This document shall not be reproduced except in full, without the written approval of Liquilabs s.r.o. 

Liquilabs s.r.o. • Inovační 122 • 252 41 Zlatníky-Hodkovice • Czechia 
Phone : +420 608 444 727 • Fax : • jan.galbavy@liquilabs.cz • www.liquilabs.cz 

Page 8 of 8

mailto:jan.galbavy@liquilabs.cz
mailto:jan.galbavy@liquilabs.cz
https://base.liquilabs.cz/www.liquilabs.cz
https://base.liquilabs.cz/www.liquilabs.cz

	Certificate of Analysis
	Sample Identification

	Results for LYO-0863
	Responsibles

